Design of software for thermal titrations.
A set of computer programs has been written in FORTRAN and in BASIC to allow automation of data acquisition from a TRONAC titration calorimeter and calculation of the concentration of titrant or titrand in an acid-base reaction; the heat capacity of a solution and enthalpies of reaction may also be calculated. The enthalpy change of a reaction and equilibrium constant can also be determined under certain conditions.